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Abstract 1 

The fluorescence-based detection of biological complexes on solid substrates is widely 2 

used in microarrays and lateral flow tests. Here, we investigate thiol-ene micropillar 3 

scaffold sheets ("synthetic paper") as the solid substrate in such assays. Compared to 4 

state-of-the-art glass and nitrocellulose substrates, assays on synthetic paper provide a 5 

stronger fluorescence signal, similar or better reproducibility, lower limit of detection 6 

(LOD), and the possibility of working with lower immunoreagent concentrations. Using 7 

synthetic paper, we detected the antibiotic enrofloxacin in whole milk with a LOD of 1.64 8 

nM, which is on par or better than the values obtained with other common tests, and much 9 

lower than the maximum level allowed by European Union regulations. The significance 10 

of these results lays in that they indicate that synthetically-derived microstructured 11 

substrate materials have the potential to improve the performance of diagnostic assays. 12 

 13 
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1. Introduction 1 

Many molecular sensor formats use solid surfaces as assay substrates, for example bead-2 

based assays, lateral flow devices and microarrays. Typical substrate materials include 3 

glass, nitrocellulose and polymers. Glass substrates have a very low autofluorescence and 4 

support a range of well-established surface modification methods[1, 2, 3, 4]. 5 

Nitrocellulose substrates allow biomolecule immobilisation by passive absorption and are 6 

used where no easy immobilization by covalent chemical conjugation is available[5] or 7 

where their high surface area enables a large colorimetric signal. Polymer substrates are 8 

typically used in microfluidic immunoassays where they provide a compromise between 9 

ease of fabrication, integration, function, surface modification and cost[6]. 10 

The geometric structure of the substrate material influences the performance of the test. 11 

Flat surfaces, such as those of glass slides, have a very controlled geometry and are easy 12 

to rinse, which helps in keeping the variability and low background of the readout signal 13 

low. Porous surfaces, such as nitrocellulose, provide a large binding area but are difficult 14 

to rinse efficiently, helping in an increased readout signal but with high variability and 15 

background. 16 

Here, we investigate “synthetic paper”[7], a micropillar scaffold made of off-17 

stoichiometric thiol-ene (OSTE)[8], as a substrate for fluorescence-based sensors. The 18 

porosity of synthetic paper is lithographically defined and therefore very well controlled. 19 

The pore size is tunable, and typically of size tens to hundred of m, which we 20 

hypothesize can allow for efficient rinsing (low background). The surface area per 21 

footprint is typically several times higher than that of flat surfaces, which we hypothesize 22 
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allows for a high readout signal. Furthermore, synthetic paper features reactive thiol 1 

groups on its native surface, which readily enables covalent biomolecule binding.  2 

The performance of a given substrate material (readout signal, reproducibility, variance, 3 

specificity) depends largely on the specific assay. Our aim is to indicate the potential of 4 

synthetic paper as a substrate for molecular sensing, and we do this by setting up an 5 

immunoassay in a microarray format for the detection of a relevant biomarker: 6 

enrofloxacin. We compare synthetic paper with - traditionally used - glass[3] and 7 

nitrocellulose[5] as the substrate in fluorescent microarrays for the detection of 8 

enrofloxacin in milk. Enrofloxacin is one member of fluoroquinolones, a class of broad-9 

spectrum antibiotics widely used for the prevention and treatment of diseases in humans 10 

and animals[9, 10, 11]. However, the extensive use of enrofloxacin may induce antibiotic 11 

resistance[12], which can spread to humans through the food chain[13]. To protect the 12 

public health, maximum residue levels (MRLs) of enrofloxacin have been defined by the 13 

European Union[14, 15, 16]. For detection of fluoroquinolones in animal tissue or milk, 14 

the available methods include high performance liquid chromatography (HPLC), liquid 15 

chromatography-mass spectrometry (LC-MS)[17, 18, 19, 20], and immunochemical 16 

detection (ELISA[21, 22], lateral flow test strips[23, 24], electrochemical sensors[25], 17 

surface plasmon resonance sensors[26, 27]). To our best knowledge, fluorescent 18 

microarrays have not been used for enrofloxacin detection in milk.  19 

2. Material and methods 20 

2.1. Materials, chemicals and biochemicals 21 

Glass slides were purchased from Corning Inc (Corning, NY, USA). Nitrocellulose slides 22 

were bought from ArrayIt
®

 corporation (Catalog ID: SMN, Sunnyvale, CA, USA). The 23 
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microstructuring resin Ostemer 220, used for synthetic paper fabrication, was provided by 1 

Mercene Labs (Stockholm, Sweden). Preda-BSA which is a fluoroquinolone haptenized 2 

protein conjugate[31], was provided by the Custom Antibody Service (CAbS, CIBER-3 

BBN, IQAC, CSIC). Sulfo-SMCC (sulfosuccinimidyl 4-(N-4 

maleimidomethyl)cyclohexane-1-carboxylate, ThermoFisher SCIENTIFIC, USA) was 5 

used as a cross-linking reagent that reacts with amino and sulfhydryl groups. To quantify 6 

proteins, we used Bradford protein assay dye reagent concentrate from Bio-Rad (Hercules, 7 

California, USA). We used Bovine serum albumin (Sigma Life Science, Germany), milk 8 

powder (Nestle milk company, Spain), Polyvinylpyrrolidone (Sigma-Aldrich, USA), and 9 

gelatin (Sigma, Canada) for surface blocking of substrates. Anti-Mouse IgG (whole 10 

molecule) - TRITC antibody produced in goat (T5393-1ML, Sigma-Aldrich, USA) was 11 

used as the secondary antibody. Whole milk was from Grupo Lactalis (Lleida, Spain). 12 

Phosphate buffer saline (PBS) is phosphate buffer (0.01 M) in a 0.8% saline solution at 13 

pH 7.5. PBST means PBS with 0.05% Tween 20. The immunoreagents used in the 14 

experiments are very stable when kept under appropriate conditions (liophylized or 15 

frozen).  16 

2.2. Equipment and general procedures 17 

The fabrication process of synthetic paper can be found in the Appendix. Briefly, we 18 

fabricated the synthetic paper in ~10 cm × ~10 cm sheets using Ostemer 220, after which 19 

we cut the synthetic paper sheets in pieces compatible with the microarray system using a 20 

xurograph (Cutting Plotter CE5000-60, Graphtech). We wetted the synthetic paper 21 

surface with PBST, washed it with DI water and blow-dried it with nitrogen gas. 22 
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Glass slides were washed with piranha solution (H2SO4:H2O2, 70:30) for 30 min, 1 

followed by DI water rinsing. Subsequently they were activated with 10% NaOH solution 2 

(Carlo Erba Reagents S.A.S, Italy) for 30 min, and rinsed with DI water.[4] After drying, 3 

we used 3-glycidyloxypropyltrimethoxysilane (GPTMS) (300 μL/slide, 30 min) to 4 

functionalize the glass slide surface[4]. After silanization, we washed the slides again 5 

with ethanol, dried them and stored them in a desiccator for later use. 6 

Bioconjugates were characterized by MALDI-TOF/TOF-MS (Billerica, Massachusetts, 7 

USA), comparing the molecular weight of the unreacted protein with those of the 8 

conjugate, thus allowing to calculate hapten densities. To perform these analysis, we used 9 

4 μL of matrix mixture (trans-3,5-dimethoxy-4-hydroxycinnamic acid, 10 mg/mL in 10 

Acetonitrile/H2O 70:30, 0.1% HCOOH) and the bioconjugates at the volume ratio 1:1. 11 

The density of the maleimide groups incorporated was estimated using the equation 12 

[MW(Preda-BSA-Maleimide) − MW(Preda-BSA)]/MW[maleimide group] (details in 13 

Appendix). Printing of the bioconjugate (Preda-BSA and Preda-BSA-maleimide) spots on 14 

all the subtrates was done using a BioOdissey Calligrapher MiniArrayer (Bio-Rad 15 

Laboratories, Inc., Hercules, CA, USA). All the experiments on microarray systems were 16 

done on an ArrayIt
®

 holder. 17 

2.3. Fluorescence signal measurement 18 

Measurement of the fluorescence signal of the substrates was done with a ScanArray Gx 19 

PLUS (PerkinElmer, Waltham, MA, USA). The fluorescence signal information was 20 

obtained from the software ScanArray Express v 4.0 (Microarray Analysis System, 21 

PerkinElmer, Waltham, MA, USA). The fluorescence signal was determined as the 22 

difference between the average intensity of the spots and the background intensity. 23 
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GraphPad Prism 5 (GraphPad Software Inc., San Diego, CA, USA) was used to obtain the 1 

competitive curves from experimental results using the equation Y = [(A − B)/(1 + 2 

(x/C)
D
)] + B, in which A refers to the maximal fluorescence intensity, B to the minimum 3 

fluorescence intensity, C to the value IC50, i.e., the concentration producing 50% of the 4 

difference between A and B, and D to the absolute value of the slope of the sigmoid curve 5 

at the inflection point. 6 

2.4. Conjugation of Preda-BSA 7 

15 μL Sulfo-SMCC solution (34.65 mg/mL in dimethylformamide, 1.19 μmol Sulfo-8 

SMCC in total) were added dropwise to 640 μL Preda-BSA solution (4.219 mg/mL in 9 

PBS, 0.04 μmol Preda-BSA in total), and mixed for 4 hours in a 3 mL glass vial using a 10 

magnetic stirrer. After stirring, we transferred the solution to a 1.5 mL plastic tube. We 11 

centrifuged the solution for 7 min at 4000 rpm, and took the upper clear solution. After 12 

that, we used a HiTrap Desalting column (Sigma-Aldrich, USA) for the separation of the 13 

new bioconjugate: Preda-BSA-maleimide from bioconjugate of Preda-BSA and Sulfo-14 

SMCC following the standard protocol. The concentration of the bioconjugate was 15 

determined to be 0.91 mg/mL using the Bradford protein assay test. 16 

2.5. Fluorescent microarray experiments 17 

We used the capillary pin MCP310S in all spotting experiments. 8 × 3 microarray regions 18 

were printed on each one of the synthetic papers tested and on glass slides or 19 

nitrocellulose slides. Within each region, 3 lines with 5 spots per line were spotted. Each 20 

spot was dispensed two times. For an optimal and accurate comparison between the 21 

substrates, we first determined the best bioconjugate concentration, primary antibody 22 

concentration and surface blocking strategy for each of the substrates as shown in Fig. 2c. 23 
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To obtain the optimal curve, at first we performed 2D checkerboard experiments to 1 

determine the best coating antigen and primary antibody concentrations (Fig. A10). After 2 

that, we performed optimization experiments (changing pH of the buffers, and tween 3 

concentrations) to improve the IC50 if needed. Compared to glass and nitrocellulose slides, 4 

synthetic paper needed less amount of primary antibody, which means lower cost on the 5 

immunoassay. 6 

To perform the immunoassay, we spotted the conjugate Preda-BSA as coating antigen on 7 

nitrocellulose and glass slides, and Preda-BSA-maleimide on synthetic paper slides. The 8 

surface bounding chemistry is covalent between maleimido groups and thiol groups on 9 

synthetic paper, and also covalent between amino groups and epoxy groups on glass, 10 

while the bounding on nitrocellulose is by passive absorption. 11 

After spotting, we transferred all the slides to the spotter chamber, where they were kept 12 

overnight. Thereafter, we fixed the slides on the ArrayIt
®

 holder, and a silicon gasket was 13 

used to define 8 × 3 wells on each slide. After that, we washed each well (3 × PBST). 14 

Subsequently, a blocking step was performed by adding 100 μL 1% gelatin solution (in 15 

PBS) in each well, followed by 30 min incubation, after which the slides were washed (3 16 

× PBST).  17 

50 μL of enrofloxacin solution (in PBST, 20% milk in DI water, or milk) was added in 18 

each well, immediately followed by the addition of 50 μL of primary antibody (in PBST 19 

with CaCl2 (Sigma, USA), the concentration of CaCl2 is 1 mM). After 30 min incubation, 20 

a washing step was performed (3 × PBST). As standard curve, we tested different 21 

enrofloxacin concentrations: 2 μM, 200 nM, 64 nM, 20 nM, 10 nM, 2 nM, 0.2 nM, and 0 22 

nM, which were prepared by serial dilution of the analyte. 23 
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Next, we added 100 μL of secondary antibody (1/250 in PBST) in each well and 1 

incubated during 30 min. After this, the slides were washed (3 × PBST and 1 × DI water). 2 

The slides were dried using nitrogen gas, and the fluorescence signal was measured with 3 

the scanner. Due to the strong background noise of nitrocellulose slide, for this substrate 4 

specifically we changed the imaging settings to obtain a high signal-to-noise ratio while 5 

avoiding saturation. The operating temperature of this experiment was 20 °C. 6 

3. Results and Discussion 7 

Here, we introduce “synthetic paper”[7], made of off-stoichiometric thiol-ene (OSTE)[8], 8 

as a substrate for fluorescence-based sensors. The porosity of synthetic paper is 9 

lithographically defined and therefore very well controlled. The pore size is tunable, and 10 

typically of size tens to hundred of m, which we hypothesize allows for effective rinsing. 11 

The surface area per footprint is typically several times higher than that of flat surfaces, 12 

which we hypothesize will allow for a high readout signal. Furthermore, synthetic paper 13 

features reactive thiol groups on its native surface, which readily enables covalent 14 

biomolecule conjugation.  15 

We perform this study by comparing synthetic paper with - traditionally used - glass[3] 16 

and nitrocellulose[5] as the substrate in fluorescent microarrays for the detection of 17 

enrofloxacin in milk. 18 

Compared with HPLC and LC-MS methods, microarrays do not need bulky equipment 19 

and experienced technicians; compared to ELISA, microarrays can have similar 20 

sensitivity but lower cost[28, 29, 30], and allow the detection of different analytes easily 21 

(multiplex) and even the detection of analytes of different chemical nature (proteins and 22 

DNA in multimodal assays); compared to lateral flow test, microarrays reach lower LODs, 23 
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and; compared to electrochemical and surface plasmon resonance sensors, microarrays 1 

require less complex fabrication. 2 

We investigated the performance of different synthetic paper variants as fluorescence 3 

microarray substrates by comparing their performance with those of the well-established 4 

glass and nitrocellulose substrates. We fabricated three synthetic paper (SP) substrate 5 

variants with differences in micropillar diameter, d; scaffold pitch, p; and substrate 6 

thickness, t: SP1 (d = 50 μm, p = 100 μm, t = 100 μm); SP2 (d = 50 μm, p = 100 μm, t = 7 

200 μm); SP3 (d = 25 μm, p = 50 μm, t = 100 μm) (Fig. 1). We choose these dimensions 8 

because they combine easy fabrication and sufficient surface area for the application. 9 

We used the detection of enrofloxacin in PBST with an indirect competitive assay in a 10 

microarray format as a validation assay to test the performance of the new synthetic 11 

papers (Fig. 1)[31]. We performed the assay on all the substrates on the same day, 12 

repeated the experiments 3 times on different days, and compared their performance (Fig. 13 

2). To allow for a fair comparison, an optimisation was performed for the blocking agent 14 

concentration, bioconjugate concentration and primary antibody concentration for each of 15 

the five substrates separately (Fig. 2c). The imaging settings of the scanner were the same 16 

for all the substrates tested, except for nitrocellulose slides because of their strong 17 

autofluorescence. 18 

The IC50 values obtained are slightly higher than those reported for Elisa assays (1.8 19 

nM)[31, 32]. Synthetic papers showed lower IC50 values than nitrocellulose slides (17.98 20 

nM) and glass slides (12.78 nM). Among the synthetic papers, SP2 (4.02 nM) performs 21 

slightly better than SP3 (6.52 nM) and SP1 (11.04 nM). The LOD values of the substrates 22 

show a similar trend as the IC50 values, as can be expected. The fitting of a sigmoidal 23 
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curve to the measurement data was excellent for all substrates (worst for nitrocellulose 1 

with R
2
=0.9559, best for glass with R

2
=0.9979, and 0.99 or higher for all synthetic 2 

papers). The variance in fluorescent signal was low for the glass slides (3.5%), SP2 (5.4%) 3 

and SP1 (5.6%), and substantially higher for SP3 (9.8%) and nitrocellulose (14.6%). In 4 

terms of substrate reproducibility, glass performs best with a slope variance of 3.2%, 5 

synthetic papers have slope variance between 4% and 5%, while that of nitrocellulose is 6 

10.3%. We ascribe the low variance of glass to the low autofluorescence and the flatness 7 

(i.e. no microstructure on the surface, which makes it easier to focus when imaging). We 8 

suspect that the high variation for SP3 and nitrocellulose result from their small pore size, 9 

which makes removal of unbounded molecules from those substrates during washing 10 

steps less efficient. The high surface area of SP3 and nitrocellulose explain the high 11 

fluorescence intensities for these substrates. The widest measurement range (from 2.22 to 12 

19.19 nM) was obtained for SP3. 13 

Compared to glass slides, synthetic papers have stronger fluorescent signal, lower IC50 14 

and lower LOD (due to their higher surface area) but slightly higher variation (due to their 15 

microstructure). The fluorescent signal intensity from SP2 is ~2 times higher than that 16 

from glass slides, which can be advantageous when measuring sensitive fluorescent 17 

molecules by allowing a reduction of exposure time. Compared to nitrocellulose slide, 18 

synthetic papers have lower IC50, lower LOD, and lower variation (due to their larger 19 

pore size making washing more efficient). Among the three different kinds of synthetic 20 

paper, SP1 and SP2 have the same pillar diameter and pitch-to-pitch distance, but the 21 

thickness of SP2 is double that of SP1, which means that SP2 has 1.70 times bigger 22 

surface area than SP1. Their performance is similar in terms of signal variance, 23 
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reproducibility, goodness of fit, and the amount of bioconjugate and primary antibody, 1 

whereas SP2 has slightly lower IC50 and LOD values. SP1 and SP3 have the same 2 

thickness, but the pillar diameter and pitch-to-pitch distance of SP3 are half those of SP1. 3 

Their performance is similar in terms of IC50, LOD and goodness of fit, but SP3 needs 4 

less amount of bioconjugate and primary antibody (which means lower cost of the 5 

immunoassay), but has a higher variation. 6 

Considering the overall good performance of SP2, we tested this substrate for the 7 

detection of enrofloxacin in whole milk (Fig. 3). As overviewed in Table 1, we obtained 8 

an LOD value of 1.64 nM and an IC50 value of 8.62 nM, i.e., much lower than required by 9 

EU regulation[14]. The IC50 value is on par with that of electrochemical sensing[33] and 10 

surface plasmon resonance immunosensing[26], but lower than that in wavelength-11 

interrogated optical sensing[34]. 12 

To study the effect of the matrix we compared the assays run in PBST, diluted whole milk 13 

(whole milk:DI water = 1:5), and whole milk (Fig. 3). We performed the assay in all 14 

buffers on the same day, repeated the experiments 3 times on different days, and 15 

compared their performance (Fig. 3). The effect of whole milk was not significant when 16 

compared to PBST. Performing the assay in 1:5 diluted milk resulted in a lower LOD and 17 

a wider measurement range. We hypothesize that milk blocks the synthetic paper surface 18 

from unspecific reactions. 19 

To test the accuracy of the assay, we measured the fluorescence intensity of blind spiked 20 

milk samples with different enrofloxacin concentrations (4, 8, 16, 24, 32, 40, 48, 96, 192 21 

μg/mL). We used the previously obtained sigmoidal curve to deduce the concentration. 22 

Plotting the deduced concentration against the original concentration shows a regression 23 
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line with slope close to 1 and an R
2
 larger than 0.95 (Fig. 3c). The recovery ratio of 1 

enrofloxacin is shown in Supplementary Information (Table A1). 2 

4. Conclusions 3 

We have investigated synthetic paper as a synthetic substrate with large pore size for 4 

fluorescent microarrays. Due to its unique surface chemistry, low autofluorescence, and 5 

large and well-controlled pores, synthetic paper resulted in a stronger fluorescence 6 

intensity and lower limit of detection compared to nitrocellulose slides. Due to its 7 

increased surface area per footprint, synthetic paper resulted in a stronger fluorescence 8 

intensity compared to glass slide substrates. We further showed that different synthetic 9 

paper geometries provided different signal responses. Our results thus support our 10 

research hypothesis that surfaces with controlled microstructure porosity can improve the 11 

biosensor performance.  12 

Furthermore, compared to NC and glass, synthetic paper required lower amounts of 13 

primary antibody, a driver of cost for many bioassays.  14 

We successfully ran indirect competitive assays to detect enrofloxacin - an important 15 

target in the milk industry – reaching a low limit of detection. We were able to measure 16 

enrofloxacin directly in whole milk, indicating that our system should allow the detection 17 

of this antibiotic in real samples at significant concentrations.  18 

Because the design of this study required the resource-intensive optimization of assays for 19 

three different substrates separately, we limited ourselves to the study of one assay. These 20 

first results, however, encourage future efforts for the development of synthetic paper as a 21 

substrate for multiplex antibiotics detection, for use of detection of other types of analyte, 22 

or for use in fluorescence-based lateral flow tests. 23 
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Figures 9 
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Fig.1. Synthetic paper (a-e) and scheme of the immunoassay (f). (a) Photograph of a 10 × 10 cm
2
 sheet of 11 

synthetic paper in a large petri dish. (b) Photograph of the synthetic paper after cutting in a format suitable 12 

for microarray assays. (c) Top view bright field microscopy image of synthetic paper (scale bar 100 μm). 13 

(d) A SEM picture of synthetic paper (scale bar 100 μm). (e) Schematic perspective view of synthetic paper. 14 

d is the micropillar diameter, p is the scaffold pitch, and t is the substrate thickness. Scheme of the 15 

competitive fluorescence immunoassay (f), which consists of substrate preparation, spotting of 16 

bioconjugate, gelatin blocking, competition step: addition of the analyte followed by adding the specific 17 

primary antibody, washing, and incubation with the fluorescent secondary antibody. During the spotting, 18 
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the maleimide group from the bioconjugate reacts with the thiol group on the synthetic paper. There are 1 

~12 maleimide groups on one single Preda-BSA molecule (see Appendix for measurement and 2 

calculations). 3 

 4 

 5 

 Fig.2. Microarray performance comparing different substrates. Three synthetic papers (SP) with different 6 

architecture have been tested together with glass and nitrocellulose (NC) slides. a) Indirect competitive 7 

assay to detect serial enrofloxacin dilutions. The fluorescence signal obtained for each substrate is shown. 8 

The same gain and power have been used for glass and SPs. For NC slides, the gain and power were 9 

reduced. b) Calibration curves (dots) obtained for each substrate. Dashed, dotted and dash-dotted lines 10 

connect measurements acquired on the same day. The solid line indicates the sigmoidal curve fit to the 11 

average measurement value. c) Analytical parameters of the fluorescent microarrays on all the substrates 12 

tested. The signal variance is the variance in fluorescence intensity for spots from an assay run on a given 13 

day, i.e., the coefficient of variation standard deviation / average, N = 15; the reproducibility is the variance 14 
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of the slope value of the sigmoid curve from assays run on different days, i.e., standard deviation / average, 1 

N = 3; RFUmin and RFUmax are the respective minimum and maximum measured relative fluorescence 2 

units; IC50 is the concentration producing 50% of inhibition of the maximal fluorescence signal; the LOD 3 

is the IC90 value, defined as the concentration producing 90% of the maximal fluorescence signal; the 4 

goodness of fit is the squared error R2 between the measurements of the standard serial dilutions and the 5 

sigmoid curve fit, and; the linear measurement range of the sensor is defined as IC80 to IC20, where IC20 is 6 

the concentration producing the fluorescence intensity 80% of the minimum plus 20% of the maximum and 7 

IC80 is the concentration producing fluorescence intensity 80% of the maximum plus 20% of the minimum.  8 

  9 

Fig.3. Detection of enrofloxacin in whole milk on synthetic paper 2 (SP2). a) Indirect competitive assay to 10 

detect serial enrofloxacin dilutions. From left to right, serial dilutions of enrofloxacin were prepared in 11 

PBST, 1/5 diluted milk , milk. b) Calibration curves (dots) obtained for each substrate. Dashed, dotted and 12 
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dash-dotted lines connect measurements acquired on the same day. The solid line indicates the sigmoidal 1 

curve fit to the average measurement value. c) The solid line is the fitting line between blind spiked and 2 

measured concentration values. The dashed line refers to the perfect correlation (slope = 1). N = 3. d) 3 

Analytical parameters of the fluorescent protein microarrays on SP2 tested. The signal variance is the 4 

variance in fluorescence intensity for spots from an assay run on a given day, i.e., the coefficient of 5 

variation standard deviation / average, N = 15; the reproducibility is the variance of the slope value of  the 6 

sigmoid curve from assays run on different days, i.e., standard deviation / average, N = 3; RFUmin and 7 

RFUmax are the respective minimum and maximum measured relative fluorescence units; IC 50 is the 8 

concentration producing 50% of inhibition of the maximal fluorescence signal; the LOD is the IC 90 value, 9 

defined as the concentration producing 90% of the maximal fluorescence signal; the goodness of fit is the 10 

squared error R
2
 between the measurements of the standard serial dilutions and the sigmoid curve fit, and; 11 

the linear measurement range of the sensor is defined as IC80 to IC20, where IC20 is the concentration 12 

producing the fluorescence intensity 80% of the minimum plus 20% of the maximum and IC80 is the 13 

concentration producing fluorescence intensity 80% of the maximum plus 20% of the minimum.  14 

 15 

Table 1. Comparison of IC50 and LoD value 16 

Enrofloxacin 

detection 

Our 

method 

Maxim 

residue 

levels of EU 

regulation 

[14]* 

Electrochemical 

magneto 

immunosensor 

[33] 

Surface 

plasmon 

resonance 

immunosensor 

[26] 

Wavelength-

interrogated 

optical sensing 

[34] 

IC50 (nM) 
8.62 

N.A. 5.68 8.93 83.75 

LoD (nM) 1.64 288.98 N.A. 0.83 5.56 

* We transfer the unit from ug/kg to nM, by assuming the milk density is 1035 kg/m3. 17 
N.A. means not available. 18 
 19 



Dear	Editor,	
	
Please	 find	 below	 our	 response	 to	 the	 review	 comments	 on	 our	 previous	manuscript	
with	number	‘BIOS-D-20-00392’.	
	
Reviewer	#2:		
…	the	quality	and	the	novelty	of	the	paper	do	not	reach	the	standard	of	Biosensors	
and	Bioelectronics…	
1.	The	research	aim	and	keypoints	should	be	highlighted	and	emphasized.	
	
We	have	now	highlighted	the	novelty,	significance	and	potential	impact	of	our	work	to	a	
much	larger	extent.	We	have	done	this	by	the	following	alterations	to	the	manuscript.	
	
i)	We	changed	the	last	sentence	of	the	abstract	as	follows:			
	
The	 significance	 of	 these	 results	 lays	 in	 that	 they	 indicate	 that	 synthetically-derived	
microstructured	 substrate	 materials	 have	 the	 potential	 to	 improve	 the	 performance	 of	
diagnostic	assays.	
	
ii)	The	keywords	are	now	updated	and	written	in	alphabetical	order	as	follows:		
	
biosensor, enrofloxacin, fluorescence, glass slides, microarray, nitrocellulose, off-
stoichiometric thiol-ene, porous substrate 
	
iii)	We	have	now	clearly	defined	a	research	hypothesis	in	the	Introduction:	
	
The	geometric	structure	of	 the	substrate	material	 influences	 the	performance	of	 the	 test.	
Flat	surfaces,	such	as	those	of	glass	slides,	have	a	very	controlled	geometry	and	are	easy	to	
rinse,	which	helps	in	keeping	the	variability	and	low	background	of	the	readout	signal	low.	
Porous	 surfaces,	 such	 as	 nitrocellulose,	 provide	 a	 large	 binding	 area	 but	 are	 difficult	 to	
rinse	 efficiently,	 helping	 in	 an	 increased	 readout	 signal	 but	 with	 high	 variability	 and	
background.	
Here,	we	investigate	“synthetic	paper”,[7]	a	micropillar	scaffold	made	of	off-stoichiometric	
thiol-ene	(OSTE),[8]	as	a	substrate	for	fluorescence-based	sensors.	The	porosity	of	synthetic	
paper	 is	 lithographically	 defined	 and	 therefore	 very	 well	 controlled.	 The	 pore	 size	 is	
tunable,	 and	 typically	 of	 size	 tens	 to	 hundred	 of	 µm,	 which	 we	 hypothesize	 allows	 for	
effective	rinsing	(low	background).	The	surface	area	per	footprint	is	typically	several	times	
higher	 than	 that	of	 flat	 surfaces,	which	we	hypothesize	allows	 for	a	high	 readout	 signal.	
Furthermore,	 synthetic	 paper	 features	 reactive	 thiol	 groups	 on	 its	 native	 surface,	 which	
readily	enables	covalent	biomolecule	binding.		
 
iv) We	have	 now	more	 clearly	 outlined	 the	 aim	of	 this	 study,	 by	 adding	 the	 following	
paragraphs	to	the	Introduction: 
 
The performance of a given substrate material (readout signal, reproducibility, specificity) 
depends largely on the specific assay. Our aim is to indicate the potential of synthetic paper 
as a substrate for molecular sensing, and we do this by setting up an immunoassay in a 
microarray format for the detection of a relevant biomarker: enrofloxacin.	
	
v)	We	have	reformulated	the	conclusions	as	follows:		
	
We	 have	 investigated	 synthetic	 paper	 as	 a	 synthetic	 substrate	 with	 large	 pore	 size	 for	
fluorescent	microarrays.	 Due	 to	 its	 unique	 surface	 chemistry,	 low	 autofluorescence,	 and	
large	 and	 well-controlled	 pores,	 synthetic	 paper	 resulted	 in	 a	 stronger	 fluorescence	
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intensity	and	lower	limit	of	detection	compared	to	nitrocellulose	slides.	Due	to	its	increased	
surface	 area	 per	 footprint,	 synthetic	 paper	 resulted	 in	 a	 stronger	 fluorescence	 intensity	
compared	 to	 glass	 slide	 substrates.	 We	 further	 showed	 that	 different	 synthetic	 paper	
geometries	 provided	 different	 signal	 responses.	 Our	 results	 thus	 support	 our	 research	
hypothesis	 that	 surfaces	 with	 controlled	 microstructure	 porosity	 can	 improve	 the	
biosensor	performance.		
Furthermore,	 compared	 to	 NC	 and	 glass,	 synthetic	 paper	 required	 lower	 amounts	 of	
primary	antibody,	a	driver	of	cost	for	many	bioassays.		
We	 successfully	 ran	 indirect	 competitive	 assays	 to	 detect	 enrofloxacin	 -	 an	 important	
target	 in	 the	milk	 industry	–	reaching	a	 low	 limit	of	detection.	We	were	able	 to	measure	
enrofloxacin	directly	in	whole	milk,	 indicating	that	our	system	should	allow	the	detection	
of	this	antibiotic	in	real	samples	at	significant	concentrations.	
Because	the	design	of	this	study	required	the	resource-intensive	optimization	of	assays	for	
three	different	substrates	separately,	we	limited	ourselves	to	the	study	of	one	assay.	These	
first	results,	however,	encourage	future	efforts	for	the	development	of	synthetic	paper	as	a	
substrate	for	multiplex	antibiotics	detection,	for	use	of	detection	of	other	types	of	analyte,	
or	for	use	in	fluorescence-based	lateral	flow	tests.	
	
2.	Fig.1	and	2	can	be	 integrated	 together.	More	 figures	with	experiments	results	
should	be	provided	instead	of	Scheme.	
Now	we	merged	Fig.1	and	2	into	a	new	Fig.	1.	
For	the	comments	‘more	figures’,	we	put	all	the	experimental	results	in	Fig	2	and	Fig	3.	
And	 there	 are	 many	 figures	 about	 experimental	 details	 (the	 majority	 of	 optimization	
data)	in	supplementary	information.		
	
3.	The	caption	of	Fig.3	and	4	should	be	refined	largely.	
We	have	rewritten	the	caption	for	Fig.	3	and	Fig.	4.	The	caption	for	Fig.	3	is	updated	to:		
Microarray performance comparing different substrates. Three synthetic papers (SP) with different 
architecture have been tested together with glass and nitrocellulose (NC) slides. a) Indirect competitive 
assay to detect serial enrofloxacin dilutions. The fluorescence signal obtained for each substrate is shown. 
The same gain and power have been used for glass and SPs. For NC slides, the gain and power were 
reduced. b) Calibration curves (dots) obtained for each substrate. Dashed, dotted and dash-dotted lines 
connect measurements acquired on the same day. The solid line indicates the sigmoidal curve fit to the 
average measurement value. c) Analytical parameters of the fluorescent microarrays on all the substrates 
tested. The signal variance is the variance in fluorescence intensity for spots from an assay run on a given 
day, i.e., the coefficient of variation standard deviation / average, N = 15; the reproducibility is the 
variance of the slope value of the sigmoid curve from assays run on different days, i.e., standard deviation 
/ average, N = 3; RFUmin and RFUmax are the respective minimum and maximum measured relative 
fluorescence units; IC50 is the concentration producing 50% of inhibition of the maximal fluorescence 
signal; the LOD is the IC90 value, defined as the concentration producing 90% of the maximal 
fluorescence signal; the goodness of fit is the squared error R2 between the measurements of the standard 
serial dilutions and the sigmoid curve fit, and; the linear measurement range of the sensor is defined as 
IC80 to IC20, where IC20 is the concentration producing the fluorescence intensity 80% of the minimum 
plus 20% of the maximum and IC80 is the concentration producing fluorescence intensity 80% of the 
maximum plus 20% of the minimum. 
	
The	caption	for	Fig.	4	is	updated	to:		
Detection of enrofloxacin in whole milk on synthetic paper 2 (SP2). a) Indirect competitive assay to detect 
serial enrofloxacin dilutions. From left to right, serial dilutions of enrofloxacin were prepared in PBST, 
1/5 diluted milk , milk. b) Calibration curves (dots) obtained for each substrate. Dashed, dotted and dash-
dotted lines connect measurements acquired on the same day. The solid line indicates the sigmoidal curve 
fit to the average measurement value. c) The solid line is the fitting line between blind spiked and 
measured concentration values. The dashed line refers to the perfect correlation (slope = 1). N = 3. d) 
Analytical parameters of the fluorescent protein microarrays on SP2 tested. The signal variance is the 
variance in fluorescence intensity for spots from an assay run on a given day, i.e., the coefficient of 
variation standard deviation / average, N = 15; the reproducibility is the variance of the slope value of 
the sigmoid curve from assays run on different days, i.e., standard deviation / average, N = 3; RFUmin 
and RFUmax are the respective minimum and maximum measured relative fluorescence units; IC50 is the 
concentration producing 50% of inhibition of the maximal fluorescence signal; the LOD is the IC90 value, 
defined as the concentration producing 90% of the maximal fluorescence signal; the goodness of fit is the 



squared error R2 between the measurements of the standard serial dilutions and the sigmoid curve fit, 
and; the linear measurement range of the sensor is defined as IC80 to IC20, where IC20 is the 
concentration producing the fluorescence intensity 80% of the minimum plus 20% of the maximum and 
IC80 is the concentration producing fluorescence intensity 80% of the maximum plus 20% of the minimum. 
	
4.	The	EU	standards	of	enrofloxacin	should	be	shown	clearly.	
We	added	the	EU	standard	in	Table	1.		
	
5.	 The	 Table	 would	 be	 better	 to	 show	 the	 comparison	with	 the	 similar	 sensing	
methods.	
We	add	Table	1	to	compare	the	LODs	and	IC50	obtained	for	enrofloxacin	detection	with	
those	reported	elsewhere.		
	
6.	 Authors	 should	 notice	 and	 improve	 the	 standardization	 of	 scientific	 and	
technical	writing	in	the	paper.	
The	authors	have	followed	British	English	grammar	rules	and	have	used	professional	
spelling	and	grammar	checking	throughout.	If	further	adaptations	would	be	needed,	we	
would	be	happy	to	receive	more	specific	feedback.	
	
Reviewer	#3:		
…	the	novelty	of	this	assay	is	limited…	
	
We	have	addressed	this	aspect	as	outlined	under	Reviewer	2,	first	point:	we	have	now	
formulated	a	hypothesis	and	more	clearly	defined	the	aim	of	this	study.	
	
(1)	In	Fig.1,	the	step	3	showed	the	sample	and	antibody	were	dropped	into	the	
surface,	were	they	dropped	at	the	same	time	or	according	to	the	ascribed	
sequence?	Please	explain.	
We	updated	the	scheme	in	Fig.	1(f)	to	split	this	in	two	drawings,	together	with	a	
description	in	the	caption:	competition	step:	addition	of	the	analyte	followed	by	adding	
the	specific	primary	antibody.		
	
(2)	Can	the	authors	provide	the	morphology	of	the	synthesized	substrate	paper,	
such	as	the	SEM?	TEM?	or	ATM?	
We	have	added	a	SEM	image	to	Fig.	1.	
	
(3)	As	a	detection	device,	reproducibility,	stability	and	selectivity	are	the	
necessary	properties,	please	provide.	
Focusing	on	the	characteristic	parameters	of	the	enrofloxacin	assay,	we	think	we	have	
all	data	needed:	
-Reproducibility:	We	have	mentioned	it	as	a	percentage	of	the	slope	variance,	and	also	
in	figure	3b	and	4b	we	add	three	curves	for	each	substrate	or	matrix	prepared	on	
different	days.	In	addition,	related	with	reproducibility,	we	give	a	signal	variance	to	
show	the	variation	of	the	fluorescent	signal	of	the	microarray	spots.	
	
-Stability:	From	previous	experience	we	know	that	the	immunoreagents	are	stable	if	
kept	under	correct	conditions	and	that	the	slides	can	be	kept	dried	and	in	vacuum	
conditions	for	long	periods	of	time	without	deterioration.	Given	the	scope	of	this	
manuscript,	i.e.,	setting	up	a	microarray	assay	on	synthetic	paper	and	comparing	it	with	
other	substrates,		more	exhaustive	stability	studies	were	omitted	at	this	stage.	
We	updated	the	text	on	page	5	line	15	as	follows:	The	immunoreagents	used	in	the	
experiments	are	very	stable	when	kept	under	appropriate	conditions	(liophylized	or	
frozen).	
	



-Selectivity:	We	performed	cross-reactivity	assays	with	this	antibody	performing	ELISA	
assays	(the	cross-reactivity	value	should	be	mainly	the	same	when	using	a	microarray	
format).	Cross	reactivity	has	been	performed	with	several	antibiotics	having	high	values	
for	other	closed	quinolone	antibiotics.	From	the	unpublished	results	(the	table	attached	
below),	there	are	some	CR	values	that	are	quite	high,	but	in	food	control	context	this	is	
considered	as	positive	as	it	would	detect	potential	milk	contaminations	fraud	with	any	
antibiotic	of	this	family.	

Quinolone %CR IC50 (ppb) Amax 

Enrofloxacin 100 0.9 ± 0.30 1.2 ± 0.5 

Ciprofloxacin 97    1 ± 0.20  
Danofloxacin 152 0.7 ± 0.30  
Norfloxacin 59 1.5 ± 0.40  
Difloxacin 79 1.4 ± 0.60  
Sarafloxacin 105    1 ± 0.50  
Oxolinic Acid 2 30 ± 9.00  
Ofloxacin 54 1.8 ± 0.40  
Flumequine 19 3.7 ± 1.10  
Marbofloxacin 37 2.7 ± 1.30  
Nalidixic acid 2 33 ± 7.0  

 
	
(4)	In	Fig5b,	there	is	no	scale	bar?	
We	have	now	added	the	scale	bar	in	Fig.	5b.	
	
(5)	Several	more	relevant	actual	sample	tests	should	be	added	to	further	confirm	
the	feasibility	of	the	sensor.	
We	are	unsure	about	what	the	reviewer	asks	for.	
We	added	Table	1	illustrating	that	our	results	are	good	in	comparison	with	other	work.	
Further	measurements	of	real	samples	could	provide	further	information,	but	in	this	
context	they	are	not	strictly	necessary	since	the	main	aim	of	this	manuscript	is	to	
demonstrate	the	potential	of	the	new	material	synthetic	paper	for	sensing	when	
compared	with	other	substrates.	In	addition,	we	measure	enrofloxacin	in	buffer	and	in	
the	real	matrix,	milk,	clearly	demonstrating	that	we	can	measure	enrofloxacin	directly	in	
milk	in	the	selected	synthetic	paper.		
	
(6)	In	Page	12,	LoD	should	be	LOD,	the	same	case	should	be	revise	in	the	MS.	
We	have	now	changed	LoD	to	LOD.	
	
1.The	English	composition	requires	some	improvements.	The	authors	should	
proofread	the	manuscript	carefully	to	minimize	typographical	and	grammatical	
errors.		
	
We	have	carefully	checked	the	manuscript	for	typographical	and	grammatical	errors	
using	a	professional	spelling	and	grammar	checker.	
	
For	example,	
To	Keep	your	sentences	short	and	concise,the	right	use	of	comma	and	semicolon	
is	especially	important.	Sentence	in	Page	4,	Line	9-10	("compared	to	lateral	flow	
test,	microarrays	reach	lower	LODs,	and;	compared	to	electrochemical	......")		
	



We	employ	a	concise	rule	in	the	use	of	commas	and	semicolons,	as	indicated	by	common	
writing	standards.	Specifically,	we	have	followed	the	writing	guidelines	outlined	here:	
https://style.mla.org/serial-commas-and-semicolons/. 
	
and	the	first	paragraph	of	"Result	and	Discussion"("We	fabricated	three	synthetic	
paper	(SP)	substrate	variants	with	differences	in	micropillar	diameter,	d;	scaffold	
pitch,	p;	and	substrate	thickness,	t:	SP1	(d	=	50	<mu>m,	p	=	100	<mu>m,	t	=	100	
<mu>m);	SP2	(d	=	50	<mu>m,	p	=	100	<mu>m,	t	=	1	200	<mu>m);	SP3	(d	=	25	
<mu>m,	p	=	50	<mu>m,	t	=	100	<mu>m)	(Fig.	1)")	need	to	be	rewritten	.	
	
Lists	are	indeed	tricky	to	read.	However,	for	the	purpose	of	clarity,	we	have	employed	a	
concise	rule	in	the	use	of	commas	and	semicolons,	as	indicated	above.	We	are	unsure	as	
to	why	and	how	we	should	change	these	formulations	because	we	are	afraid	our	
formulations	could	become	ambiguous.	
	
What	is	the	long	name	of	"ACN"in	line	23	of	page	6?	
"Off.	J.	Eur.	Commun.	L"	is	an	abbreviated	form	in	References	[15],	which	is	
different	from	other	references.	
And	so	on.	
ACN	is	short	for	‘Acetonitrile’,	updated	in	the	text	on	Page	6	Line	11.	
We	have	changed	Off.	J.	Eur.	Commun.	L	to	‘Official	Journal	of	the	European	Union’	in	the	
manuscript.	
	
2.Please	streamline	keywords	and	update	the	references.	
The	keywords	are	now	updated	and	written	in	alphabetical	order	as	follows:		
biosensor, enrofloxacin, fluorescence, glass slides, microarray, nitrocellulose, off-
stoichiometric thiol-ene, porous substrate 
	
3.Incubation	time	is	an	important	parameter	that	affects	the	sensitivity	and	
minimum	detection	limits	of	the	system.	Why	did	the	author	chose	30	min	as	the	
incubation	time	when	adding	primary	antibody	and	secondary	antibody.	
We	have	standarized	microarray	protocols	in	the	lab	and	studied	different	incubation	
times.	Previous	experience	taught	us	that	30	min	is	optimal	for	the	majority	of	
immunoreagents	(usually,	we	use	the	same	incubation	time	when	ELISA	assays	are	
performed	and	for	enrofloxacin	ELISA	this	is	the	optimal	timing).	
	
4.It	is	suggested	to	supplement	the	Methodological	investigation	(including	
Optimum-curve	for	working,	Precision	of	synthetic	paper	and	Recovery	ratio	of	
enrofloxacin)	to	further	prove	the	credibility	of	the	method.	
-Optimum	curve:	To	obtain	the	optimal	curve	first	we	performed	2D	checkerboard	
experiments	to	determine	the	best	coating	antigen	and	primary	antibody	concentrations,	
the	results	are	shown	in	the	supplementary	information	(Figure	A10).	After	that,	we	do	
optimization	experiments	(changing	pH	of	the	buffers,	and	tween	concentrations)	to	
improve	the	IC50	if	it	is	needed.	We	updated	this	in	Page	8.		
	
-Precision	of	synthetic	paper:	Precision	in	this	study	includes	within	assay	
variability	(shown	as	‘signal	variance’	in	Fig.	2c	and	Fig.	3d),	and	reproducibility	(day-to-
day	variability),	which	is	shown	in	Fig.	2c	and	Fig.	3d	as	‘reproducibility	(slope	
variance)’.	
	
-Recovery	ratio	of	enrofloxacin:	Since	we	did	not	do	any	treatment	of	the	sample	to	be	
able	to	measure	enrofloxacin	and	we	can	measure	this	antibiotic	directly	in	milk	(since	
we	didn’t	observe	any	matrix	effect),	Fig.	3	already	shows	the	relation	between	the	
different	spiked	concentrations	we	tested	and	the	concentration	we	obtained	for	each	



one	of	them	when	extrapolated	in	our	assay	curve,	the	goodness	of	fitting	is	good	
(R2>0.95).	The	recovery	ratio	is	shown	below	(also	as	Table	A1	in	supplementary	
information):	
 
Spiked concentration (nM) Interpreted concentration (nM) Recovery % 
4 6.02 150.5% 
8 7.88 98.5% 
16 18.56 116.0% 
24 26.67 111.1% 
32 37.77 118.0% 
40 53.07 132.7% 
48 48.53 101.1% 
96 105.02 109.4% 
192 156.69 81.6% 

	
5.	Will	other	structurally	similar	fluoroquinolone	antibiotics	have	effect	on	this	
method?	The	specificity	of	antibodies	should	be	assessed	by	cross-reactivity	
studies	which	is	an	important	part	of	evaluating	immunoassays.	
We	performed	cross-reactivity	assays	with	this	antibody	performing	ELISA	assays	(the	
cross-reactivity	value	should	be	mainly	the	same	when	using	a	microarray	format).	
Cross	reactivity	has	been	performed	with	several	antibiotics	having	high	values	for	
other	closed	quinolone	antibiotics.	From	the	unpublished	results	(the	table	attached	
below),	there	are	some	CR	values	that	are	quite	high,	but	in	food	control	context	this	is	
considered	as	positive	as	it	would	detect	potential	milk	contaminations	fraud	with	any	
antibiotic	of	this	family.	
 

Quinolone %CR IC50 (ppb) Amax 

Enrofloxacin 100 0.9 ± 0.30 1.2 ± 0.5 

Ciprofloxacin 97    1 ± 0.20  
Danofloxacin 152 0.7 ± 0.30  
Norfloxacin 59 1.5 ± 0.40  
Difloxacin 79 1.4 ± 0.60  
Sarafloxacin 105    1 ± 0.50  
Oxolinic Acid 2 30 ± 9.00  
Ofloxacin 54 1.8 ± 0.40  
Flumequine 19 3.7 ± 1.10  
Marbofloxacin 37 2.7 ± 1.30  
Nalidixic acid 2 33 ± 7.0  

	
6.The	operating	temperature	of	this	experiment	should	be	elucidated.	
The	operating	temperature	of	this	experiment	is	20	degrees.	We	updated	this	
information	in	the	text	on	Page	9	Line	6.	
	
7.It	is	suggested	to	compare	the	LOD	of	this	method	with	other	methods	of	
detecting	enrofloxacin	reported	in	the	literature.	
We	have	now	added	Table	1	that	compares	our	results	with	those	reported	elsewhere.	
	
8.If	possible,	adding	the	analysis	of	enrofloxacin	residues	in	the	cells	and	animal	
tissue	could	enrich	the	application	of	this	method.	



We	think	that	this	is	a	good	suggestion,	but	we	think	this	is	beyond	the	scope	of	this	
manuscript.	It	would	be	very	interesting	but	not	necessary	in	the	context	of	this	paper.		
	
Best	greetings,	
	
Wouter	van	der	Wijngaart,	Professor		
KTH	Royal	Institute	of	Technology,	Stockholm,	Sweden	
Email:	wouter@kth.se	
Telephone:	+46	8	7906613	



 “Synthetic paper” thiol-ene micropillar scaffolds form a superior 
substrate for fluorescence bioassays. 

 Compared to glass and nitrocellulose substrates, the porous synthetic 
paper has lower autofluorescence and results in a lower limit of detection. 

 Using synthetic paper-based microarrays, we detected the antibiotic 
enrofloxacin in whole milk at levels below EU safety regulations.  
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