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ABSTRACT

PURPOSE: To compare experimental optical perfor-
mance in eyes implanted with spherical and aspheric 
intraocular lenses (IOLs). 

METHODS: Corneal, total, and internal aberrations 
were measured in 19 eyes implanted with spherical 
(n=9) and aspheric (n=10) IOLs. Corneal aberrations 
were estimated by virtual ray tracing on corneal eleva-
tion maps, and total aberrations were measured using 
a second-generation laser ray tracing system. Corneal 
and total wave aberrations were fi t to a Zernike polyno-
mial expansion. Internal aberrations were measured by 
subtracting corneal from total wave aberrations. Opti-
cal performance was evaluated in terms of root-mean-
square (RMS) wavefront error and Strehl ratio (estimat-
ed from the modulation transfer function). Depth-of-fi eld 
was obtained from through-focus Strehl estimates from 
each individual eye. 

RESULTS: Corneal aberrations increased after IOL im-
plantation, particularly astigmatism and trefoil terms. 
Third and higher order RMS (and the corresponding 
Strehl ratio) were signifi cantly better in eyes with aspher-
ic IOLs than with spherical IOLs; however, this tendency 
was reversed when astigmatism was included. Spheri-
cal aberration was not signifi cantly different in eyes with 
aspheric IOLs, whereas it was signifi cantly positive in 
eyes with spherical IOLs. Third order aberrations were 
not signifi cantly different across groups. Depth-of-fi eld 
was signifi cantly larger in eyes with spherical IOLs. 
Spherical IOLs showed better absolute optical quality in 
the presence of negative defocus �1.00 D.

CONCLUSIONS: Our study shows a good degree of 
compensation of the corneal spherical aberration in 
eyes implanted with aspheric IOLs, as opposed to eyes 
implanted with spherical IOLs. Other sources of optical 
degradation, both with aspheric and spherical IOLs, are 
non-symmetric preoperative corneal aberrations, inci-
sion-induced aberrations, and third order internal aber-
rations. Although best corrected optical quality is sig-
nifi cantly better with aspheric IOLs, tolerance to defocus 
tended to be lower. [J Refract Surg. 2005;21:xxx-xxx.]

T he recent application of wavefront sensing tech-
nology has provided a deeper insight into the op-
tical outcomes of surgical techniques, such as cor-

neal refractive surgery1,2 and cataract surgery.3 The sources 
of optical degradation inherent to the techniques have been 
identifi ed4 and correlated to the patient’s vision,5 resulting in 
potential improvements of the techniques. Today, many dif-
ferent intraocular lenses (IOLs) are available for implantation 
in cataract surgery, and continuous efforts are made to reduce 
the incision size through which the IOL is implanted. 

The measurement of optical aberrations in the normal eye 
is also expanding the knowledge of the optical properties of 
the ocular components of the accommodated and unaccom-
modated eye,6 emmetropic or ametropic eye,7-9 the young and 
aging eye,10-14 and the interactions of corneal and internal ab-
errations in the eye.15

During cataract surgery, the crystalline lens is replaced by 
an artifi cial IOL. The optical quality of the eye is determined 
by the combination of corneal and new internal aberrations. 
Several studies have reported that optical quality decreases 
with age.10-14 Although a signifi cant part of the degradation 
is caused by an increase in scattering,16 some is caused by 
the shift of the spherical aberration of the crystalline lens to-
wards less negative or even more positive values, which add 
to the positive corneal spherical aberration.11

Aberrometry has been recently applied to measure total 
and corneal aberrations in patients implanted with standard 
spherical IOLs.3 Barbero et al3 showed a slight increase of 
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corneal aberrations with cataract surgery and higher 
amounts of aberrations (both spherical and other terms) 
in pseudophakic eyes compared with normal young 
eyes. The corneal fi ndings expand previous reports 
that attributed the increased corneal astigmatism in 
pseudophakic eyes to the incision.17,18 The increased 
total aberrations result in a degradation of the ocular 
modulation transfer function, although less than pre-
viously reported from double-pass measurements.19,20 
Although the increased positive spherical aberration 
of the IOL (measured both in vivo and in vitro, and 
simulated from lens designs) played a signifi cant role 
in reducing optical quality, the presence of coma (at-
tributed to tilt and decentration of the IOL) also was 
important.

New aspheric IOLs are nominally designed to pro-
duce negative spherical aberration,21 attempting to 
reproduce the balance between corneal and internal 
aberrations found in young eyes.11 The evaluation of 
these new lenses has been mostly done through theo-
retical and physical eye modeling and measurements 
of visual performance (visual acuity and contrast sen-
sitivity). Kershner22 found that uncorrected visual acu-
ity 1 month after surgery was not signifi cantly different 
between the aspheric group and the spherical-acrylic 
group. The most signifi cant differences between aspher-
ic and spherical lenses occurred at medium and high 
spatial frequencies (6-18 c/°) at mesopic levels. Retinal 
image contrast was measured indirectly from fundus 
images. These measurements describe the changes of 
visual performance and improvements of fundus vis-
ibility with cataract surgery, which are presumably as-
sociated with the presence or absence of intraocular 
scattering. However, they cannot directly correlate the 
differences across lenses with their individual aberra-
tion patterns. 

Packer et al23 also reported higher contrast sensi-
tivity in patients with aspheric IOLs, except for low 
spatial frequencies (1.5-3 c/°) under mesopic condi-
tions and high spatial frequencies (6-18 c/°) under 
photopic conditions. Mester et al24 measured both vi-
sual performance and wave aberrations bilaterally in 
patients implanted with an aspheric IOL in one eye 
and a spherical IOL in the contralateral eye. Best cor-
rected high-contrast visual acuity was not signifi cantly 
different between the two groups, although low-con-
trast visual acuity was slightly and signifi cantly better 
in the aspheric group, as was photopic and mesopic 
contrast sensitivity. Measurements of corneal aberra-
tions did not show signifi cant changes in mean cor-
neal spherical aberration with surgery, except for 
two third-order corneal Zernike coeffi cients, which 
changed signifi cantly. Mean corneal spherical aberra-

tion was signifi cantly positive, as was total spherical 
aberration with spherical lenses (approximately 0.02 
µm higher than the mean corneal aberration for 4-mm 
pupil diameter and 1 month postoperatively), whereas 
mean total spherical aberration with aspheric lenses 
was not signifi cantly different from zero. The study 
also reported slight changes in the mean visual perfor-
mance and aberration coeffi cients from 1 to 3 months 
postoperatively.

In the present study, total, corneal, and internal ab-
errations are compared in eyes implanted with aspher-
ic IOLs with retrospective measurements in eyes im-
planted with spherical IOLs. In vivo measurement of 
internal aberrations allows assessment of the optical 
performance of the IOL within the patient’s eye. The 
individual comparison of corneal and internal aber-
rations permits eye-to-eye assessment of the balance 
between the two components. The aspheric lens is de-
signed to minimize the impact of spherical aberration 
in optical quality. However, several theoretical and 
computational studies predict that tilt and decentra-
tion are more deleterious in aspheric than spherical 
surfaces.25 This study also compares third-order aber-
rations and investigates the sources of coma in pseu-
dophakic eyes. In addition, corneal aberration changes 
for the two groups are discussed. Most studies in the 
literature report best spectacle-corrected visual perfor-
mance in eyes with different types of IOLs, typically 
for far distance. However, out-of-focus performance 
in pseudophakic eyes19 unable to accommodate is of 
interest. In fact, efforts are being made to design mul-
tifocal IOLs with enlarged depth-of-fi eld but good in-
focus optical quality, aiming at providing unaided pa-
tients with a range of near and far vision. In the present 
study, through-focus optical performance26 is assessed 
with simulations of retinal image quality and modula-
tion transfer functions are computed from the individ-
ual wave aberrations. Out-of-focus performance and 
optical depth-of-fi eld of these two types of lenses are 
compared.

PATIENTS AND METHODS

PATIENTS
Nine eyes of seven patients (mean age: 70.6�9 years, 

range: 51 to 81 years) implanted with spherical IOLs 
were reported in a previous study.3 Ten eyes of fi ve 
patients with bilateral cataracts (mean age: 65.6�17.3 
years, range: 36 to 79 years) were randomly selected to 
participate in this study and implanted with aspher-
ic IOLs. Patients were implanted bilaterally with the 
same type of lens. Selection criteria included good gen-
eral health, no ocular pathology, and no complications 



3Journal of Refractive Surgery Volume 21 May/June 2005 

Implantation of Spherical and Aspheric IOLs/Marcos et al

during surgery. All enrolled patients were informed on 
the nature of the study and provided informed consent 
that had been approved by the Institutional Review 
Board and the Declaration of Helsinki.

PRE- AND POSTOPERATIVE EVALUATION
Patients received a comprehensive ophthalmic eval-

uation at the hospital (Fundación Jiménez Díaz) prior 
to enrollment to the study and surgery. The examina-
tion included uncorrected visual acuity (UCVA) and 
best spectacle-corrected visual acuity (BSCVA), biomi-
croscopy, keratometry, tonometry, and indirect oph-
thalmoscopy. Axial length and anterior chamber depth 
were determined with the Axis II ultrasonic biometer 
(Quantel Medical, Clermont-Ferrand, France), using a 
contact probe with fi xation light. The IOL power was 
calculated with the SRK-T formula, always selecting 
the closer value to emmetropia.

Additional preoperative measurements were also 
conducted at the Instituto de Optica, CSIC, Madrid, 
Spain, which included corneal topography (Atlas Mas-
tervue; Humphrey-Zeiss, San Leandro, Calif), corneal 
aberrations, optical biometry (IOLMaster, Humphrey-
Zeiss), autorefractometry (Automatic Refractor Model 
597, Humphrey-Zeiss), and when possible, total aber-
rations. 

Postoperative evaluations at the hospital were con-
ducted 1 day, 1 week, 1 month, and 3 months after 
surgery, and included UCVA and BSCVA, manifest 
refraction, biomicroscopy, keratometry, tonometry, 
and indirect ophthalmoscopy. Postoperative measure-
ments at the Instituto de Optica were done 87�35 days 
after implantation of the spherical IOL and 125�25 
days after implantation of the aspheric IOL. Although 
the aspheric group was measured on average 1 month 
later than the spherical group, results from our previ-
ous study3 suggest that no change is expected over that 
time. These measurements included corneal topog-
raphy, optical biometry, and autorefractometry with 
commercial instruments, and corneal and total aber-
rations using custom software and a prototype devel-
oped at the laboratory, respectively.

SURGICAL TECHNIQUE
All procedures were performed by the same surgeon 

(I.J-A.) on an outpatient basis under topical anesthesia. 
The same procedure was used to implant the spherical 
and aspheric IOLs. A 3.2-mm clear corneal incision and 
a paracentesis were performed with a surgical knife. 
A 6-mm continuous curvilinear capsulorhexis was 
made under viscoelastic material. Phacoemulsifi ca-
tion of the lens was performed with the Storz Premiere 
(Storz Instruments, St Louis, Mo) venturi system. After 

removing cortical material, the anterior and posterior 
capsules were cleaned with the automatic I-A straight 
tip. The incision was prolonged to 4.1 mm for the im-
plantation of a foldable posterior chamber aspheric sil-
icone lens Tecnis Z-9000 (Pfi zer Ophthalmology, New 
York, NY) or the Acrysof spherical acrylic lens (Alcon, 
Ft Worth, Tex). Once the viscoelastic material was re-
moved, the incision was closed by hydration, without 
sutures. Postoperatively, patients were treated with 
a combination of antibiotic and corticosteroid drops 
(dexametasone and tobramycin) for 4 weeks.

CORNEAL ABERRATIONS 
Corneal elevation maps were obtained using a 

videokeratographer (Atlas Mastervue). Wave aberra-
tions of the anterior corneal surface were obtained by 
virtual ray tracing using an optical design program 
(ZEMAX; Focus Software, Tucson, Ariz) on corneal 
elevation data. Figure 1 shows a typical Placido ring 
image (A), the corresponding elevation map fi t to a 7th 
order Zernike expansion (B), and the corresponding 
corneal wave aberration map (C) for eye 1, which was 
implanted with an aspheric IOL. A detailed descrip-
tion of the procedure, computations, and validation of 
the technique have been reported previously.27-29 

TOTAL ABERRATIONS
Total wave aberrations were measured with a la-

ser ray tracing technique. The principles and general 
implementation of the technique have been described 
in detail previously.30-32 In this technique, a laser 
beam samples the pupil sequentially (Fig 1D), while 
the corresponding aerial images of light refl ected off 
the retina are captured on a high resolution scientifi c-
grade digital camera. The relative centroid coordinates 
of these aerial images are proportional to the partial 
derivatives of the wave aberration. Figure 1E repre-
sents the joint plot of centroids (spot diagram) for eye 
1 (aspheric IOL). Measurements in eyes with spheri-
cal lenses were obtained using a fi rst-generation of the 
instrument, whereas eyes with aspheric lenses were 
measured using a new prototype. Cross-calibrations of 
the instruments using trial lenses, phase-plates with 
known high order aberrations, and real eyes with vari-
ous amounts of aberrations showed that both instru-
ments provided similar data, within the measurement 
variability. The new instrument provides simultane-
ous capture of both retinal and pupil images, allowing 
to track the entrance beam locations at the pupil plane. 
Both front- and back-infrared illumination pupil im-
ages allow visualization of the pupil margins and, in 
most cases, the IOL edge. 

Measurements were done on dilated pupils (typi-



journalofrefractivesurgery.com4

Implantation of Spherical and Aspheric IOLs/Marcos et al

cally ranging from 4.5 to 6 mm). Pupil dilation was 
achieved using one drop of tropicamide 1%. The num-
ber of sample points in the pupil was 37 in all cases, 
therefore the step size ranged from 0.75 to 1.00 mm. 
The illumination source was a fi ber-coupled near in-
frared laser diode (786 nm).33 Maximum energy expo-
sure was 95 µW, at least one order of magnitude below 
safety levels of the American National Standard Insti-
tute for this wavelength.34

The wave aberration is reconstructed using a modal 
fi tting to a Zernike polynomial expansion (6th order, 
ie, 28 terms for this study). The Zernike polynomial 
notation followed the recommendations of the Optical 
Society of America Standard Committee.35

INTERNAL ABERRATIONS
Internal aberrations were computed by subtracting 

corneal wave aberrations from total wave aberrations. 
Corneal elevation maps are typically referred to the 
fi rst Purkinje image. For this reason, we used a realign-

ment algorithm to ensure proper registration of the to-
tal aberration (which is measured with respect to the 
line of sight) and the corneal aberration map.27-29,36 In-
ternal aberrations stand for aberrations of the IOL (for a 
converging beam, as produced by the cornea) and pos-
terior corneal surface aberrations. In normal and apha-
kic eyes, the latter have been shown to be negligible.28

OPTICAL QUALITY METRICS
Wave aberrations were described in terms of indi-

vidual Zernike coeffi cients or root-mean-square (RMS) 
wavefront error corresponding to single or several 
orders. Point-spread-function (PSF) and modulation 
transfer function (MTF) were computed using Fourier 
optics from wave aberrations, assuming homogenous 
pupil transmission. Through-focus MTF was comput-
ed shifting the defocus term in the Zernike polynomial 
expansion. The Strehl ratio, defi ned as the volume 
under the MTF normalized to the diffraction-limited 
MTF, excluding spatial frequencies beyond 45 c/°, was 

Figure 1. Corneal aberrations estimated from corneal topography of eye 1 implanted with an aspheric IOL. A) Placido Disk raw image. B) Corneal 
elevation map fit to a Zernike polynomial expansion. C) Corneal wave aberration pattern after virtual ray tracing and recentration. Total wave aberrations 
are measured using laser ray tracing. D) Back-illumination infrared pupil image showing the pupil and IOL edges and the entry location of the beam 
sampling the pupil. E) Spot diagram computed from the centroids of the retinal images corresponding to each entry pupil. F) Total wave aberration 
map estimated from the spot diagram.
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used as a retinal image quality metric. Simulations of 
ETDRS visual acuity charts were performed by convo-
lution with the PSF, with appropriate scaling. All com-
putations were performed for 4.5-mm pupil diameter, 
the smallest pupil for which data were available.

RESULTS

CHANGE OF CORNEAL ABERRATIONS AFTER IOL 
IMPLANTATION

Figure 2 shows typical examples of corneal wave ab-
errations before and after spherical and aspheric IOL im-
plantation, referred to the fi rst Purkinje image. Corneal 
changes were found in all eyes after implantation, with 
a more systematic tendency in eyes with aspheric IOLs 
with a 4.1-mm incision. All eyes except one changed 
from against-the-rule astigmatism (fl atter vertical merid-
ian, within �10° to �13°) to astigmatism at 45°. Postop-
erative corneal astigmatism was in general symmetric 
across right and left eyes. Corneal third and higher order 
RMS increased by 0.11�0.09 µm in eyes with spherical 
IOLs and 0.24�0.21 µm in eyes with aspheric IOLs (the 
latter being statistically signifi cant, P=.007). The larg-
est increase occurs for trefoil terms (0.16�0.13 µm and 
0.27�0.31 µm for spherical and aspheric IOLs, respec-
tively, being statistically signifi cant for the latter, P=.01). 
Figure 2 shows that postoperative higher order aberra-
tion patterns are dominated by trefoil terms. Corneal 
spherical aberration decreased slightly but signifi cantly 
(P�.05) for spherical and aspheric IOLs (�0.04�0.012 
µm and �0.03�0.012 µm, respectively).

TOTAL, CORNEAL, AND INTERNAL ABERRATIONS WITH 
SPHERICAL AND ASPHERIC IOLS

Figure 3 demonstrates corneal, total, and internal 
aberrations for a typical postoperative eye after spheri-

cal IOL implantation (eye 8) and aspheric IOL im-
plantation (eye 1) for a 4.5-mm pupil diameter. Total 
aberration in the spherical IOL eye is dominated by 
positive spherical aberration (from the cornea and IOL) 
and coma (likely from tilt and decentration), and the 
total aberration in the aspheric IOL eye is dominated 
by trefoil (primarily of corneal origin). Figure 4 shows 
corneal, total, and internal mean RMS values for dif-
ferent orders, for aspheric (white) and spheric (gray) 
IOLs, for 4.5-mm pupils, all referred to the center of 
the pupil. When second order astigmatism terms are 
included (Fig 4A), optical quality with spherical IOLs 
signifi cantly (P=.02) exceeds the optical quality with 
aspheric IOLs. Third and higher order RMS (Fig 4B) 
are signifi cantly lower (P=.03) with aspheric IOLs com-
pared with spherical IOLs. Third order RMS (Fig 4C) 
is not signifi cantly different between the two groups. 
Fourth order RMS (Fig 4D) is signifi cantly (P=.002) 
lower in aspheric than in spherical IOLs, due to sig-
nifi cant differences in the spherical aberration. 

Figure 5 shows the fourth order spherical aberration 
in all eyes with spherical and aspheric IOLs for 4.5-mm 
pupil diameters. All eyes except two with spherical 
IOLs show positive internal spherical aberration (aver-
age 0.14�0.13 µm) and all show positive total spheri-
cal aberration (average 0.22�0.07 µm). On the other 
hand, all eyes with aspheric IOLs show negative inter-
nal spherical aberration (�0.086�0.057 µm) and total 
spherical aberration not signifi cantly different from 
zero (�0.008�0.049 µm). Differences in postoperative 
total and internal spherical aberrations between the 
two groups are statistically signifi cant (P�.001). Dif-
ferences between postoperative corneal spherical aber-
ration between the two groups (0.089�0.092 µm and 
0.078�0.078 µm for the spherical and aspheric IOL 
groups, respectively) are not statistically signifi cant.

Figure 2. Examples of corneal wave aberration patterns (referred to the corneal reflex) in eyes before and after implantation of A) spherical and B) 
aspheric IOLs (pupil diameter: 4.5 mm). Postoperative corneal wave aberration maps show in general an increase in the amount of aberrations com-
pared to the preoperative maps. Note the presence of trefoil in several postoperative corneal maps (both with aspheric and spherical IOLs), which was 
not seen preoperatively.

A B
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DEPTH-OF-FIELD WITH ASPHERIC AND SPHERICAL IOLS
Root-mean-square wavefront error is useful to de-

scribe optical quality, but other metrics have been de-
scribed to correlate better with visual performance.37,38 
When aberrations are not very high, Strehl ratio is use-
ful to describe retinal image quality, as it takes into ac-
count both aberrations and diffraction, as well as com-
plex interactions between aberrations. Figure 6 shows 
Strehl ratio versus RMS (both computed for third and 
higher order aberrations) for all postoperative eyes. Al-
though the correlation between the two metrics is very 
high (r=�0.90, P=.0002 for spherical lenses; r=�0.94, 
P�.0001 for aspheric lenses), Strehl ratio appears to 
be more sensitive than RMS (showing differences be-
tween aspheric and spherical IOL performance with 
signifi cant P values of 0.0018 and 0.03 for Strehl ratio 
and RMS, respectively). 

Figure 7 shows Strehl ratio as a function of defocus 
for all study eyes. Gray lines indicate aspheric lenses 
and black lines indicate spherical lenses. Zero defocus 
stands for zero defocus term in the Zernike expansion, 
and the focus shift has been achieved by changing 
the defocus term (Z2

0) by the corresponding amounts 
in microns. Negative defocus simulates placing nega-

tive lenses in front of the eye (or similarly placing the 
stimulus closer to the eye) and vice versa for positive 
defocus. 

For illustration purposes and to compute the average 
through-focus curve, all curves were shifted laterally 
to overlap the maximum value. The maximum value 
of Strehl ratio is shifted by �0.05 diopters (D) (�0.39 
D) for the aspheric lenses and �1.55 D (�0.30 D) for 
the spherical lenses. The larger shift for the spherical 
IOLs is due to spherical aberration and cross-quadratic 
terms in spherical aberration Zernike terms. The inset 
plot shows the average through-focus curves, with the 
maximum value shifted to zero defocus. This shift may 
be performed optically with the appropriate refractive 
correction, or by adjusting the IOL nomogram to obtain 
the optimal combination of spherical aberration and 
defocus. The average optical depth-of-fi eld, computed 
as the focus range for which Strehl ratio does not fall 
below 80% of the maximum, is 1.26 D for the spherical 
lens and 0.88 D for the aspheric lens (P=.0066). 

The optical defi nition of depth-of-fi eld refers to 
relative quantities and this defi nition has also been 
traditionally adopted in the visual optics fi eld.26,39,40 
However, referring to absolute quantities may be more 

Figure 3. Examples of total, corneal, and internal wave aberration patterns (referred to the pupil center) in eyes after implantation of spherical and 
aspheric IOLs (pupil diameter: 4.5 mm). Note that the total wave aberration map in the eye with the spherical IOL shows additive features from the 
corneal and internal wave aberration maps, whereas the total wave aberration map in the eye with the aspheric IOL shows lower spherical aberration 
than corneal and internal aberrations individually.
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informative when attempting to predict visual perfor-
mance. The inset in Figure 7 shows that for a given op-
tical correction that maximizes Strehl at 0.0 D and 4.5-
mm pupil diameter, the absolute Strehl ratio is higher 
with spherical than with aspheric IOLs in a large nega-
tive focus range. Figure 8 shows that the average MTF 
at best focus is higher for aspheric (gray solid line) than 
for spherical IOLs at all spatial frequencies (black solid 
line). However, this situation is reversed for myopic 
defocus �1.0 D. (Figure 8 shows the MTF for �1.5 D, 
which is higher for the spherical IOL [gray dotted line] 
than for the aspheric IOL [black dotted line]). 

Figure 9 shows the MTF ratios (spherical/aspheric). 
For best focus and a focus shift of �0.5 D, the ratio is 
�1.0, indicating better performance with the aspheric 
IOL. The shaded area indicates the range for which the 
average MTFs are within 80% of each other, indicat-
ing that these differences are optically (in the sense of 
the Raleigh criterion) signifi cant beyond 5 c/° for best 
focus and 15 c/° for �0.5 D. For a defocus of �1.5 D 

(or similarly a stimulus at 66 cm), contrast modula-
tion with spherical IOLs signifi cantly exceeds that of 
the aspheric IOL. This difference increases for larger 
amounts of negative defocus (or similarly closer tar-
gets). The MTF and the defi nition of depth-of-fi eld 
based on Strehl ratio refer to contrast difference, but 
do not take into account phase effects in the optical 
transfer function. Simulations of retinal images for 
two representative eyes (see Fig 9) show better optical 
quality at optimal focus for an aspheric lens than for 
a spherical lens. However, quality degrades more rap-
idly with defocus for aspheric than for spherical IOLs. 
On average, we found that the dioptric range for which 
the 20/20 line of the simulated retinal images of the 
ETDRS chart was legible was 1.5 D for the spherical 
IOL and 1.1 D for the aspheric IOL.

DISCUSSION
The sources of aberrations in patients implanted 

with spherical IOLs have been discussed previously.3 

Figure 4. Comparison of optical performance, in terms of root-mean-square (RMS) wavefront error with aspheric (white bars) and spherical (gray bars) 
IOLs. Data are average of 10 eyes with aspheric IOLs and 9 eyes with spherical IOLs. Error bars represent standard deviations. A) RMS excluding tilt 
and defocus; B) RMS excluding tilt, defocus, and astigmatism; C) third order RMS; and D) fourth order RMS (pupil diameter: 4.5 mm).
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Spherical aberration is increased in patients implanted 
with spherical IOLs (0.20 µm more on average than in 
young eyes, and 0.23 µm more on average than in pa-
tients with aspheric IOLs). The spherical aberration is 
inherent to the design of the spherical IOL. In vivo and 
in vitro measurement as well as computer simulations 
showed that spherical aberration increased with IOL 
power.3 The average spherical aberration in patients 
with aspheric IOLs is close to zero, satisfying the aim of 
the design of those lenses to cancel the corneal spheri-
cal aberration of the average patient. Nominally, these 
lenses are designed with a constant spherical aberra-
tion. The spherical aberration of the aspheric IOL was 
negative in all cases (�0.086 µm for a 4.5-mm pupil) 
but less negative than its nominal value (�0.27 µm for 

a 6-mm pupil). The difference is primarily due to pupil 
diameter. 

For appropriate comparison across eyes, we per-
formed all computations for a 4.5-mm pupil, which was 
the smallest dilated pupil in our group of eyes. Several 
patients achieved larger pupils, up to 6 mm. Average 
spherical aberration for eyes 3, 4, 8, and 10 (5-mm pu-
pil) was �0.12 µm, for eyes 1, 2, and 9 (5.5-mm pupil) 
was �0.16 µm, and for eyes 5 and 6 (6-mm pupil) was 
�0.15 µm. We found some variability in the measured 
internal aberration (0.13 µm for spherical IOLs and 
0.057 µm for aspheric IOLs). We did not fi nd a corre-
lation between internal spherical aberration and IOL 
power, as we found with spherical IOLs, although the 
power range (21 to 24 D) in the aspheric group is nar-
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Figure 5. Total, corneal, and internal spher-
ical aberration for eyes with A) spherical 
IOLS and B) aspheric IOLS (pupil diameter: 
4.5 mm). 
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rower than the spherical group (0 to 26 D). It should 
be noted that keeping the spherical aberration constant 
in a wide range of powers requires a careful control of 
the surface radii of curvature and, in particular, surface 
asphericity, which may impose a fabrication challenge. 
Also, because internal spherical aberration is estimated 
from the difference of total minus corneal aberration, it 
not only depends on the spherical aberration of the IOL, 
but on the actual position of the lens and the conver-
gence of the rays refracted by the cornea. 

We performed computer simulations using the ac-
tual corneal elevations in our group of eyes and axial 
lens position (from optical biometry measurements), 
which show that the effective internal aberration may 
vary by 10%. This effect is consistent with the vari-
ability of the effective IOL diameter viewed through 
the pupil. To our knowledge, only one other published 
study compares spherical aberration of spherical and 
aspheric IOLs for 4-mm pupils.24 Although the trends 
are consistent with our data, the previous study found 

Figure 6. Root-mean-square (RMS) wave-
front error vs Strehl ratio for third and 
higher order aberration in all eyes (n=9 
spherical IOLs, n=10 aspheric IOLs) of the 
study (pupil diameter: 4.5 mm).

Figure 7. Strehl ratio as a function of defo-
cus (shifted by changing the second order 
defocus term in the Zernike expansion) for 
all eyes of the study (spherical IOLs [n=9], 
black line; aspheric IOLs [n=10], gray 
line). Curves have been laterally shifted by 
�1.55 D and �0.05 D, respectively, which 
were average defocus shifts of spherical 
and aspheric IOLs, respectively. The inset 
plot represents average through focus 
Strehl ratio for spherical IOLs (thick black 
line) and aspheric IOL (thick gray line). The 
curves have been laterally shifted so that 
the maximum value corresponds to 0.0 D. 
Computations exclude astigmatism and 
are for 4.5-mm pupils. Negative values 
stand for negative defocus, ie, placing a 
negative correction in front of the eye.

(µm)
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lower absolute values for the internal spherical aberra-
tions, both for the spherical IOL (~0.025 µm for 4-mm 
pupil vs 0.137 for 4.5-mm pupil in our study) and 
aspheric IOL (~0.047 µm for 4-mm pupil vs �0.086 µm 
for 4.5-mm pupil in our study).

Interestingly, we found that corneal spherical ab-
erration decreased with the procedure, both after the 
spherical and aspheric IOL implantation. This differ-
ence was statistically signifi cant, although probably 
of little optical and clinical signifi cance. Mester et al24 
did not fi nd a signifi cant change of spherical aberra-

tion. In general, we found a signifi cant corneal degra-
dation with the procedure, particularly in the trefoil 
RMS. Mester et al24 also found a signifi cant increase in 
a trefoil term (C(3, �3)) after IOL implantation, as did 
Miller et al.41 The causes for the increase in this term, 
possibly of corneal biomechanics origin, remain to be 
investigated, although it is likely that the amount of 
induced corneal aberration is correlated with the inci-
sion size.

Barbero et al3 showed, using simulations and in vitro 
measurements on computer and physical eye models 

Figure 8. Modulation transfer function 
(MTF) in eyes implanted with spherical 
IOLs (average of 9 eyes) and aspheric IOLs 
(average of 10 eyes) for best focus and 
�1.5 D from best focus. Computations 
are based on individual experimental wave 
aberrations excluding astigmatism and are 
for 4.5-mm pupils.

Figure 9. Ratio of spherical to aspheric 
MTF for best focus, and �0.5, �1.0, 
and �1.5 D from best focus, averaged 
across 9 eyes (spherical IOLs) and 10 
eyes (aspheric IOLs). Values �1.0 are 
indicative of better performance by spheri-
cal IOLs and �1.0 are indicative of better 
performance by aspheric IOLs. The shaded 
area represents the range of spatial fre-
quencies for which performance between 
the two types of lenses is within 80% of 
each other. Computations are based on 
individual experimental wave aberrations 
excluding astigmatism and are for 4.5-mm 
pupils.
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with spherical IOLs, that tilt and decentration induced 
third order coma, although the actual value depends 
on the specifi c combinations of tilt and decentration. It 
has been argued25 that tilt and decentration would be 
more deleterious to optical quality with aspheric than 
spherical IOLs. In fact, a theoretical study by Holladay 
et al21 showed that decentration �0.4 mm and tilt �7° 
would cancel the optical benefi t of correcting spherical 
aberration. We did not fi nd signifi cant differences in 
third order aberrations between spherical and aspheric 
IOLs. Back-illumination pupil images were available 
in all patients with aspheric IOLs. In 7 of the 10 eyes, 
the edges of the IOL (see Fig 1) were clearly visible, 
at least partially, allowing estimation of the IOL cen-
ter relative to the center of the pupil. The mean IOL 
decentration estimated from back-illumination images 
was 0.21�0.8 mm. We found that total vertical coma 
(Z3

-1) was correlated (r=0.61) to a vertical decentration 
of the IOL (ranging from �0.18 to 0.17 mm). Howev-
er, we did not fi nd a correlation between horizontal 

coma and the horizontal coordinate, probably because 
tilt plays a major role in this orientation. A systematic 
measurement of tilt and decentration allows the indi-
vidual impact on lens positioning on the actual wave 
aberration to be determined.

Our study shows a better in-focus performance of 
aspheric IOLs than spherical IOLs, confi rming theoret-
ical predictions of Holladay et al3 and those of Mester 
et al.24 In addition, our measurements show the effects 
of corneal incision and the actual lens position on op-
tical performance. The improvement is only due to a 
reduction of spherical aberration. Third order aberra-
tions are not signifi cantly different across groups, and 
when astigmatism is included in the comparison, opti-
cal performance is similar across groups. 

Eyes implanted with IOLs are unable to accommo-
date. The improvement of the cataract surgery proce-
dure has run parallel to the efforts of providing the 
pseudophakic eye with multifocality and eliminating 
the dependence on optical correction for near tasks. 

Figure 10. Simulation of retinal images of the ETDRS chart for two typical eyes (eye 8 with spherical IOL and eye 1 with aspheric IOL) for best focus 
and 1.0 D of positive and negative.
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Multifocal IOLs aim at enlarging the depth-of-fi eld, 
in most cases by reducing the optical quality at best 
focus, but providing the eye with acceptable optical 
quality in a wider focus range. The optical depth-of-
fi eld between spherical and aspheric IOLs has not been 
compared in vivo. Previous in vivo measurements of 
the optical depth-of-fi eld in patients with IOLs (based 
on double-pass measurements of optical quality) were 
restricted to comparisons of multi- and monofocal 
IOLs.19 

Our results can be compared to through-focus com-
putations of optical quality using a physical eye model 
from the study by Holladay et al.21 Our experimental 
measurements show similar average in-focus MTFs for 
the aspheric IOLs than the theoretical predictions of 
that study (0.59 for a 4.5-mm pupil and 0.62 for a 5-mm 
pupil, respectively, for 14 c/°, equivalent to 50 c/mm 
in the study by Holladay et al,21 assuming a conver-
sion factor of 280 µm/°42). However, our experimen-
tal in-focus MTFs for spherical IOLs are higher than 
Holladay’s estimations (0.34 vs 0.24 for the same spa-
tial frequency). The conclusion from Holladay et al21 
was that depth-of-fi eld was not reduced with aspheric 
IOLs, although values were not reported. However, 
our estimations (using a global image quality metric 
rather than evaluating through-focus modulation at a 
single spatial frequency) show signifi cantly lower op-
tical depth-of-fi eld with aspheric IOLs compared with 
spherical IOLs. Although for the focus range evaluated 
by Holladay et al21 (�0.75 D) we also found that optical 
quality with aspheric IOLs is either better or not sig-
nifi cantly lower than with spherical IOLs, our results 
suggest that tolerance to larger amounts of defocus is 
signifi cantly higher for the spherical than the aspheric 
IOL. As a result, optical quality (both the MTF [see Figs 
8 and 9] or simulated retinal images of acuity charts 
[Fig 10]) for defocus �1.00 D is signifi cantly better 
with spherical IOLs. These differences increase with 
increasing spatial frequency and defocus (see Fig 9). 
The through-focus behavior with aspheric IOLs tends 
to be symmetric around the optimal focus. However, 
with spherical IOLs, optical quality for negative defo-
cus tends to be better than for positive defocus (see Fig 
7 inset). This asymmetry is also present in Holladay's 
through-focus estimations for a 3-mm pupil. Negative 
defocus is present when pseudophakic eyes corrected 
for infi nity perform near tasks. From our optical mea-
surements, best corrected eyes (for defocus and astig-
matism) with spherical IOLs should perform better in 
near tasks than best corrected eyes with aspheric IOLs. 
Psychophysical measurements are needed to assess 
the visual importance of the measured differences in 
depth-of-fi eld as well as the visual impact of correcting 

spherical aberration in residual defocus and astigma-
tism and surgery-induced high order aberrations. 
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